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Detailed analysis of all possible experimental uncertainties accompanying γ-ray energy 
measurements completed with semiconductor spectrometers has been performed. Recommendations are 
given concerning minimizing such uncertainties, the most optimal procedures for making such 
investigations are suggested. 
 


